Scanning electron microscopy of an irrigation/aspiration tip following a posterior capsular rupture.
The first use of a new irrigation/aspiration tip resulted in a posterior capsular rupture. Scanning electron microscopy of the tip revealed burrs on the aspiration portion of the tip, as well as poor finishing around the irrigation ports.